Design and Development of a portable Pulse Oximetry system by A. Zaltum, Mohamed et al.
International Journal of Integrated Engineering (Issue on Electrical and Electronic Engineering) 
 
37 
 
 
 
Design and Development of a portable Pulse 
Oximetry system  
 
Mohamed A. Zaltum a, b, M. Shukri Ahmad a, Ariffuddin Joret c and M. Mahadi Abdul Jamil a, b* 
 
a Department of Electronic Engineering,  
b Modelling and Simulation Research Laboratory,  
c Department of Communication Engineering, 
Faculty of Electrical & Electronic Engineering, University Tun Hussein Onn Malaysia, Batu Pahat 
86400, Johor, Malaysia 
 
*Corresponding email: mahadi@uthm.edu.my   
 
 
Abstract 
 
Heart is the most important part in human body. Thus, it is important to follow-up and monitor its 
condition. Heart rate (HR) and blood oxygen saturation (SpO2) are important indicators directly 
related to heart-pulmonary system. Monitoring of HR and SpO2 offers us a good indication of heart 
functionality. Therefore, it is crucial to design and develop a homemade inexpensive device for 
measuring HR and SpO2. Pulse Oximeter (PO) is an opto-electronic non-invasive medical instrument 
capable of measuring and recording the changes of HR and SpO2 at the finger tip. In this paper we will 
demonstrate the overall process involved in the development of a portable (PO) system which can be 
used for health condition monitoring or for educational and research purposes.   
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2.1 Sensor of Pulse Oximetry 
 
 
   
 
 
 
 
 
 
 
 
     
       
Fig 4. Sensor orientation for light transmittance 
in the designed pulse oximeter [4] 
 
    The newly designed low-cost Pulse 
Oximetry system consists of a probe (sensor); 
the sensing probe consists of two LEDs, and a 
photo-detector. The two LEDs used in the 
sensor part are the red (660nm) and infrared 
(940nm) (refer Figure 4). The signal collected 
from the photo-detector (Light Dependant 
Resistor (LDR) & Infrared Receiver (IR)) will 
be supplied to a dual operational amplifier 
(LM358) and then further conveyed to 
PIC16F877A so that the signal could be 
processed easily [4]. 
 
2.2 Computing of Pulse Oximetry 
   
 The output signal from the dual amplifier will 
be further supplied to a Programmable 
Interface Controller (PIC16F877A) which will 
be converted from analogue signal into digital 
signal through the built-in Analogue to Digital 
Converter (ADC). However, this converting 
process will require MICRO C programming 
software to generate the Hexadecimal file of 
the PIC before one can display the value of 
detected pulse rate and oxygen saturation in the 
blood. The schematic drawing of PIC 16F877A 
was presented in Figure 5. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Fig 5. Details of PIC16F877A connections [5] 
2.3 Display of Pulse Oximetry 
   
For the device to be user friendly as in showing 
the recorded values, the output produced by the 
PO will be displayed via a Liquid Crystal 
Display (LCD) screen. This also shows that the 
newly developed PO system has extra 
capabilities in collecting the measured data 
such as the HR and SpO2 which could be 
further analyzed and stored inside a computer 
as shown in Figure 6. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Fig 6: The complete device of the designed 
Pulse Oximetry system connected to a 
computer 
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3.  RESULTS AND DISCUSSIONS 
   
From this study a portable PO system has been 
designed and developed. The system was able 
to produce highly reliable results for both HR 
and also SpO2. In developing the sensor part 
the use of super bright LED was useful since its 
capability to penetrate the skin layer with 
different color. Next, the LDR positioned near 
the LED were able to detect the light reflected 
at the fingertip during blood circulation and 
from this detection the output signal from LDR 
were in resistance and very small in value.  
Thus, there is a need for the signal to be 
amplified. The signal were then fed into the 
amplifier and further processed by the PIC.  
The next stage was to program the selected 
PIC. This required more efforts than the 
previous stage as the PIC needed boot loading 
then the micro C code was loaded into it. The 
PIC were programmed in order to functionalize 
the ADC converter thus, converted the 
analogue signal into digital.   
Finally, the device was completed by the 
attachment of an LC, as well as demonstrating 
the output reading from the device through the 
computer. From this, the user of this PO device 
could read their test results via an LCD as 
shown in Figure 7.  
In addition, the test results were also recorded 
and displayed on a computer by Visual Basic as 
show in Figure 8.  
 
 
 
 
 
 
 
 
 
 
 
 
Fig 7. The Liquid Crystal Display (LCD) 
screen showing an example results 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Fig 8. Display of the recorded test results via 
Visual Basic software 
 
3.1 Comparison between standard System 
(DOLPHIN MEDICAL 2100 PULSE 
OXIMETER) with the proposed System 
   
Once the PO device has been designed and 
developed, it is crucial to conduct a 
comparative analysis between the designed and 
the standard PO device. 
  Thus, the analysis will prove the reliability of 
the test results produced by the designed PO 
device. For this purpose three people with 
different skin color were selected such as 
(bright skin, fair skin and also dark skin). 
Therefore, in this section, Mr. Wan 
Suhaimizan, Mr. Mohamed Alarqaa and 
finally, the author himself (Mr. Mohamed 
Zaltum) were selected for the HB and SpO2 
comparative test procedure. 
 
   The test results were obtained via the 
Standard System and Proposed System at the 
same time under five different conditions such 
as (soon after arriving at the lab, after rest, after 
exercise, rest after exercise and then finally, 
before leaving the lab).  The conditions were 
kept the same for the three persons who 
participated in this PO device testing.  The 
results were then plotted in the following 
Figure 9, 10 and 11.  
International Journal of Integrated Engineering (Issue on Electrical and Electronic Engineering) 
 
41 
 
 
0
20
40
60
80
100
120
heart beat standard(HB/min)
heart beat proposed(HB/min)
oxygen saturation standard(%)
oxygen saturation proposed(%)
 
 
Fig 9. Results showing the output reading for 
pulse/oxygen level of (Mr. Mohamed Alarqaa)  
 
 
 
 
 
Fig 10. Results showing the output reading for 
pulse/oxygen level of (Mr. Wan Suhaimizan) 
 
   
 
 
 
 
Fig 11. Results showing the output reading for 
pulse/oxygen level of (Mr. Mohamed Zaltum) 
 
   From the results obtained for the three 
candidates as shown in the graphs (Figure 9, 10 
and 11) the developed PO device were capable 
of producing test result with very close to the 
standard device. In another words, it could be 
summarized that the newly developed PO 
device were able to produce the test results 
with a difference of 5% error state, which 
demonstrated that the device has a high level of 
accuracy in comparison to the standard device. 
Next, the designed PO device was further 
tested for its reliability via a standard SpO2 
simulator. The tests were conducted for both 
HR and SpO2 readings. The outcome of this 
test will be discussed in the next section. 
 
 
3.2 Test Proposed System by SpO2 Simulator 
(Index 2) 
     
The results obtained from the standard system 
were compared with the SpO2 simulator under 
two setting which are (70 heart beat per minute 
(HB/min) and 75 HB/min). These standard 
values were set with the SpO2 device and 
compared with the standard system.  From the 
tests performed, it was discovered that the 
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results produced by the PO device through the 
standard system were also having less than 5% 
errors, as shown in Figure 12. This again 
demonstrated the accuracy and reliability of the 
results as in the readings for the HB and SpO2 
that were being produced by the PO device 
designed in this study. 
 
Fig 12. Results produced by the SpO2 
Simulator (Index 2) and the Proposed System 
 
4.  CONCLUSIONS 
   
Overall, the objective of this research has been 
achieved, since the result obtained from the 
developed PO device has less than 5% errors 
state in comparison to the standard device. 
Therefore it is assured that the device were able 
to produce highly reliable test results for both 
the HR and SpO2. Considering the high cost of 
the standard equipment, local ones as in this 
study the home-built PO device demonstrated 
the proof of concept, where by a much cheaper 
device can be produced.            In addition, this 
PO device has the extra function of recording 
the test result for the user to come back later to 
analyze and observe their test result again. 
Finally, these PO devices are highly suitable 
for personal usage, technical school and 
university level for educational and research 
purposes.     
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